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Analysis of the impact of the facial scanning method
on the precision of a virtual facebow record technique:

An in vivo study

Xabier Amezua, BEng, MSc,a Mikel Iturrate, BEng, MSc, PhD,b Xabier Garikano, BEng, MSc, PhD,b and

Eneko Solaberrieta, BEng, MSc, PhDc
CT
of problem. Virtual facebow record techniques typically record the relationship of a maxillary digital scan to facial landmarks by
to a 3-dimensional face scan. Three-dimensional face scans can be acquired with different facial scanning methods, but the impact
l scanning method on the accuracy (trueness and precision) of a virtual facebow record technique remains unclear.

he purpose of this in vivo study was to assess the impact of the facial scanning method on the precision under the repeatability
(repeatability) of a virtual facebow record technique.

nd methods. Repeatability of the virtual facebow record technique with the following 3 clinical-grade facial scanning methods was
and compared: a professional handheld scanner based on structured blue light scanning technology (PHS method); an

t-type 3-dimensional sensor camera connected to a tablet and controlled with a mobile application (3DSC-T method); and a
e with an integrated 3-dimensional sensor camera controlled with a mobile application (3DSC-S method). To determine the
ty of the virtual facebow record technique with each facial scanning method, 8 virtual facebow records of a completely
ult with class I occlusion and mesoprosopic facial form were obtained (8×3=24 in total); with these, 8 locations of a maxillary
n with respect to a common 3-dimensional face scan were obtained. Repeatability was determined in terms of deviations
cated maxillary digital scans, determined, in turn, by calculating the distances between corresponding vertices for each of the
onrepeating combinations of pairs of located maxillary digital scans (8C2=28). Finally, the repeatability of the virtual facebow
nique with the different facial scanning methods was compared by using the Welch ANOVA test and the post hoc Games-

t (both a=.05).

e repeatability of the virtual facebow record technique with PHS, 3DSC-T, and 3DSC-S facial scanning methods resulted in 0.243
, 0.437 ±0.171 mm, and 1.023 ±0.399 mm, respectively. Comparison of these results revealed that the facial scanning method had a
significant effect on the repeatability of the virtual facebow record technique (P<.001) and that its repeatability was statistically
y greater with the PHS facial scanning method than with the 3DSC-T and 3DSC-S facial scanning methods and greater with the
ial scanning method than with the 3DSC-S facial scanning method (P<.001 for all pairwise comparisons).

s. This study found that the facial scanning method had a great impact on the repeatability of the virtual facebow record
and that the virtual facebow record technique was more repeatable with more accurate facial scanning methods. (J Prosthet
;130:382-91)
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Clinical Implications
The facial scanning method had a great impact on
the ability of a virtual facebow record technique to
provide repeatable locations of a maxillary digital
scan with respect to a 3-dimensional face scan.
Clinicians need to be aware of this when selecting
the facial scanning method.
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In dental computer-aided design and computer-aided
manufacturing (CAD-CAM) systems, virtual articulators
are used to substitute or complement mechanical artic-
ulators.1 As most of these virtual articulators have
structures and working principles similar to those of
mechanical articulators, adequate mounting of digital
scans of dental arches is a prerequisite for simulating
individual jaw movements as realistically as possible.
Therefore, several techniques for mounting digital scans
of dental arches to virtual articulators have been devel-
oped,2 including virtual facebow (VF) techniques.3-9

A VF technique is a digital alternative to a facebow
and as such is used to mount a maxillary digital scan to
a virtual articulator according to the relationship of the
maxillary arch to some anatomic reference point or
points. The most used VF techniques consist firstly of
recording the relationship of the maxillary digital scan to
some facial landmarks and then mounting it on the
virtual articulator according to this relationship.7-9 To
obtain such a relationship, a VF record that involves
aligning the maxillary digital scan to one or more 3-
dimensional (3D) face scans is made. Therefore, an
accurate mounting of a maxillary digital scan in a virtual
articulator through these VF techniques requires, among
other things, an accurate VF record. Different VF record
techniques are available,7-15 but their accuracy has been
little studied.16-18

The accuracy of a VF record technique refers to its
ability to provide correct and repeatable locations of a
maxillary digital scan with respect to a 3D face scan.
According to the International Organization for Stan-
dardization (ISO) standard 5725-1,19 accuracy is a com-
bination of trueness and precision, with trueness
referring to the ability of the VF record technique to
locate a maxillary digital scan to a 3D face scan as close to
its real position as possible and precision to the closeness
of agreement between independent locations of a
maxillary digital scan to a 3D face scan provided by the
VF record technique under stipulated conditions. In this
regard, a previous in vitro study found that the accuracy
of a VF record technique was strongly influenced by the
facial scanning method used and that the VF record
technique was more accurate, with more accurate facial
scanning methods.18
Amezua et al
Previous studies have evaluated the accuracy of
different facial scanning methods, concluding that the
most accurate are stationary facial scanning systems
based on stereophotogrammetry scanning technol-
ogy.20,21 However, their cost, size, complexity, and lack of
portability may limit the clinical adoption of these sys-
tems.20,21 Alternatively, professional handheld scanners,
whose accuracy has been shown to be comparable with
those of stationary facial scanning systems, are avail-
able.22-24 Low-cost and easy-to-use alternatives are also
available,25,26 including 3D sensor cameras based on
structured light scanning technology.26-28 Initially, these
3D sensor cameras were of the accessory type and were
connected to smartphones, tablets, or laptop com-
puters.26,27 However, more recently, these 3D sensor
cameras have also been integrated into some smart-
phones and tablets.28 The accuracy of these 3D sensor
cameras is not comparable with that of professional
handheld scanners but has been reported to be clinically
acceptable.21,28 Nevertheless, the accuracy of VF record
techniques with these clinical-grade facial scanning
methods remains unclear.

The purpose of this in vivo study was to assess the
impact of the facial scanning method on the precision
under repeatability conditions (repeatability) of a VF re-
cord technique. The null hypothesis was that no differ-
ence would be found in the repeatability of the VF record
technique when using different facial scanning methods.

MATERIAL AND METHODS

Repeatability of a VF record technique (AFT System One;
AFT Dental System, SL) with 3 different clinical-grade
facial scanning methods was determined and
compared. The selected 3 facial scanning methods were a
professional handheld scanner based on structured blue
light scanning technology (Artec Space Spider; Artec 3D,
SARL) (PHS method); an attachment-type 3D sensor
camera (Bellus3D Face Camera Pro; Bellus3D, Inc) con-
nected to a tablet (Huawei MediaPad M3; Huawei
Technologies Co, Ltd) and controlled with a mobile
application (Bellus3D Face Camera App; Bellus3D, Inc)
(3DSC-T method); and a smartphone with an integrated
3D sensor camera (iPhone X; Apple, Inc) controlled with
a mobile application (Bellus3D FaceApp; Bellus3D, Inc)
(3DSC-S method).

A completely dentate 22-year-old man with class I
occlusion and mesoprosopic facial form was recruited.
The study was approved by the university ethical com-
mittee (M10_2019_254), and according to local and in-
ternational ethical rules, the participant signed an
informed consent form before enrollment in the study.

An intraoral scan of the participant’s maxillary arch
was made by using an intraoral scanner (TRIOS 3;
3Shape A/S) by following the manufacturer’s scanning
THE JOURNAL OF PROSTHETIC DENTISTRY



Figure 2. Maxillary digital scan aligned to cube.Figure 1. Maxillary digital scan.
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strategy. This was performed by an experienced operator,
with the participant positioned in a dental chair at a
research laboratory with only ceiling lighting. A maxillary
digital scan was obtained in the standard tessellation
language (STL) file format (Fig. 1), which was then
loaded into a reverse engineering software program
(Geomagic Studio 2013; Geomagic, Inc) in conjunction
with a 20-mm edge cube, previously designed by using
an engineering CAD software program (Solid Edge;
Siemens AG). The maxillary digital scan was oriented
with respect to the cube, and the set was exported in the
STL file format for subsequent use (Fig. 2).

An intraoral transfer element (IOTE) and a facial
transfer element (FTE) were then placed on the partici-
pant: the FTE on the participant’s forehead, well
centered, and the IOTE in the participant’s mouth,
attached firmly to the lip and stabilized with high- and
low-viscosity polyvinyl siloxane impression material
(Aquasil Soft Putty and Aquasil Ultra LV; Dentsply
Sirona). In addition, a small point was drawn on the
participant’s nose with an ultrafine, black permanent
marker (BIC Marking; BIC, Inc) by following the bipu-
pillary line as a reference.

With the FTE and IOTE in place, 8 repeated facial
scans were made with each of the 3 facial scanning
methods (Fig. 3). All scans were performed with the
participant seated in an adjustable rotary chair, and, to
ensure repeatability conditions, they were performed by
the same experienced operator in the same research
laboratory and within a short time, leaving a few seconds
between scans and changing the facial scanning method
in random order after every 4 scans. Scans with the PHS
method were performed by moving the scanner manu-
ally around the participant’s face at a distance of between
20 and 30 cm, and, in contrast with the 3DSC-T and
3DSC-S methods, by positioning the corresponding
mobile device (the tablet with the 3D sensor camera
attached and the smartphone, respectively) on a fixed
THE JOURNAL OF PROSTHETIC DENTISTRY
support at a distance of between 30 and 45 cm from the
participant’s face and by rotating the chair according to
the instructions given by the mobile application. Each
scan with the PHS method took approximately 40 sec-
onds, whereas with the 3DSC-T and 3DSC-S methods,
20 seconds. As a result, 24 3D face scans (named refer-
ence face scans) were obtained in the object (OBJ) file
format (Fig. 3B, D, F).

Subsequently, the IOTE was removed from the mouth,
maintaining the FTE in the same position. Then, a facial
scan was performed with the participant at the rest posi-
tion by using each of the 3 facial scanning methods (Fig. 4).
This resulted in three 3D face scans (named rest face
scans) in the OBJ file format (Fig. 4B, D, F). The IOTE was
then scanned by using a laboratory scanner (E2; 3Shape
A/S). For that, the impression area was coated with
scanning powder (Spray Scan Schmidt Line; Henry
Schein, Inc). As a result, the digital scan of the IOTE was
obtained in the STL file format (Fig. 5).

After completion of all scans, the participant’s VF
records were obtained. For that, each of the 8 reference
face scans acquired with each of the 3 facial scanning
methods was imported separately into a dental CAD
software program (exocad; exocad GmbH) in
conjunction with the rest face scan acquired with the
same facial scanning method, the maxillary digital
scan, and the digital scan of the IOTE. There, the
maxillary digital scan was aligned to the rest face scan,
keeping the rest face scan fixed. This was accomplished
by following the alignment procedure established by
the VF record technique in reverse order (Fig. 6): first,
the reference face scan was aligned to the rest face
scan (Fig. 6A); then, the digital scan of the IOTE was
aligned to the reference face scan (Fig. 6B); and finally,
the maxillary digital scan was aligned to the digital
scan of the IOTE (Fig. 6C). Thus, 3 groups of 8
repeated VF records were obtained, which were named
according to the facial scanning method used to obtain
Amezua et al



Figure 3. Acquisition of reference face scans with different facial scanning methods. A, Reference facial scan with PHS facial scanning method.
B, Reference face scan acquired with PHS facial scanning method. C, Reference facial scan with 3DSC-T facial scanning method. D, Reference face scan
acquired with 3DSC-T facial scanning method. E, Reference facial scan with 3DSC-S facial scanning method. F, Reference face scan acquired with
3DSC-S facial scanning method.
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the 3D face scans: PHS, 3DSC-T, and 3DSC-S. In this
way, in each of the 8 VF records belonging to the same
group, a spatial location of the maxillary digital scan
was obtained with respect to a common rest face scan.
From each VF record, the located maxillary digital scan
was exported in the STL file format. In each group,
each located maxillary digital scan was labeled as
VFR_i (i=1 to 8).
Amezua et al
Then, for each group, the deviation between pairs of
located maxillary digital scans was determined for all
possible pair combinations without repetition (8C2=28).
To determine the deviation between a pair of located
maxillary digital scans, given that a maxillary digital scan
is a polygonal mesh and that the located maxillary digital
scans are copies of the same maxillary digital scan at
different spatial locations, distances between
THE JOURNAL OF PROSTHETIC DENTISTRY



Figure 4. Acquisition of rest face scans with different facial scanning methods. A, Rest facial scan with PHS facial scanning method. B, Rest face scan
acquired with PHS facial scanning method. C, Rest facial scan with 3DSC-T facial scanning method. D, Rest face scan acquired with 3DSC-T facial
scanning method. E, Rest facial scan with 3DSC-S facial scanning method. F, Rest face scan acquired with 3DSC-S facial scanning method.
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corresponding vertices were calculated as a distance map
by using the methodology described by Amezua et al.18

According to this methodology, each pair of located
maxillary digital scans was loaded separately into a 3D
inspection software program (GOM Inspect 2019; GOM
GmbH). There, a coordinate system was created on each
by using the attached cube (Fig. 7): the coordinate system
THE JOURNAL OF PROSTHETIC DENTISTRY
ðOAXYZÞA on one (hereinafter located maxillary digital
scan A) and the coordinate system ðOBUVWÞB on the
other (hereinafter located maxillary digital scan B). Once
the coordinate systems were created, the components
of the homogeneous transformation matrix A

BT that de-
fines the location of the coordinate system ðOBUVWÞB
with respect to the coordinate system ðOAXYZÞA were
Amezua et al



Figure 5. Digital scan of IOTE. IOTE, intraoral transfer element.
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obtained: A
BT =
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where dx, dy, and dz represent the components of the
vector d linking the origin of the coordinate system
ðOAXYZÞA with the origin of the coordinate system
ðOBUVWÞB and the cðj; kÞ (j=U, V , W and k=X, Y, Z)
represent the cosines of the angles formed by the axes U,
V , and W of the coordinate system ðOBUVWÞB with each
of the axes X, Y, and Z of the coordinate system
ðOAXYZÞA. Afterward, the rx, ry, and rz components of
the position vector r of each of the 144 156 P vertices of
the located maxillary digital scan A (among which the
vertices corresponding to the cube were not included)
were exported (Fig. 7) in American standard code for
information interchange (ASCII) file format. This file was
then loaded into a spreadsheet software program
(Microsoft Excel; Microsoft Corp), where the following
system of matrix equations was applied to each of the
position vectors r of the vertices of the located maxillary
digital scan A to obtain the r0x, r

0
y, and r0z components of

the position vector r0 of their corresponding vertices of
the located maxillary digital scan B with respect to the

ðOAXYZÞA coordinate system (Fig. 7):
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Once all the position vectors r0 were obtained, the dis-
tance map was obtained by calculating the Euclidean
distances dP between the corresponding vertices (Fig. 7).
Thus, repeating this methodology for all pairs of located
maxillary digital scans, 28 distance maps were obtained
for each group, each comprising 144 156 distances
(Fig. 8).
Amezua et al
The distance data were loaded into a statistical soft-
ware program (IBM SPSS Statistics, v26; IBM Corp).
There, the repeatability of the VF record technique with
different facial scanning methods was determined and
compared. For that, in each group, the mean of vertex-
to-vertex distances was calculated for each distance
map (Fig. 9). The repeatability of the VF record technique
with each facial scanning method was determined in
terms of mean vertex-to-vertex distances within each
group and expressed, in turn, as their mean ±standard
deviation (Table 1) because the Shapiro-Wilk test (a=.05)
revealed that in each group the mean vertex-to-vertex
distances were normally distributed. To compare the
repeatability of the VF record technique (dependent
variable) with different facial scanning methods (inde-
pendent variable), the Welch ANOVA and the post hoc
Games-Howell test (both a=.05) (Table 2) were used, as,
despite the assumption of normality being met, the
Levene test (a=.05) showed that homogeneity of vari-
ances could not be assumed. In addition, Games-Howell
pairwise comparisons that detected a statistically signif-
icant difference were accompanied by Cohen d effect size
measure, which determined the magnitude of such a
difference (Table 2).29 A post hoc power analysis was also
performed in another statistical software program (R
4.04; R Foundation for Statistical Computing) to assess
whether the sample size (n=28) was adequate to test the
null hypothesis.30
RESULTS

The deviations between the repeated locations of the
maxillary digital scan provided by the VF record tech-
nique with the PHS, 3DSC-T, and 3DSC-S facial scan-
ning methods ranged from 0.041 mm to 0.550 mm, from
0.092 mm to 0.962 mm, and from 0.219 mm to 3.074 mm,
respectively (Fig. 8). With these deviations, the repeat-
ability of the VF record technique with the PHS, 3DSC-T,
and 3DSC-S facial scanning methods resulted in 0.243
±0.094 mm, 0.437 ±0.171 mm, and 1.023 ±0.399 mm,
respectively (Table 1).

The Welch ANOVA test detected that the facial
scanning method used had a statistically significant effect
on the repeatability of the VF record technique (Welch’s F
[2, 45.226]= 58.652, P<.001), whereas the post hoc power
analysis revealed a test power value equal to 1, con-
firming that the sample size (n=28) was adequate to test
the null hypothesis. The Games-Howell post hoc test
indicated that the repeatability of the VF record tech-
nique was statistically significantly greater with the PHS
facial scanning method than with the 3DSC-T and
3DSC-S scanning methods and with the 3DSC-T scan-
ning method than with the 3DSC-S scanning method
(Table 2). Furthermore, according to the Cohen d mea-
sure of effect size, the magnitude of the statistically
THE JOURNAL OF PROSTHETIC DENTISTRY



Figure 7. Schematic of calculation of distances between corresponding
vertices.

Figure 6. Alignment of maxillary digital scan to rest face scan. A, Alignment of reference face scan to rest face scan. B, Alignment of digital scan of IOTE
to reference face scan. C, Alignment of maxillary digital scan to digital scan of IOTE. D, Result of alignment.
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significant difference detected in these 3 pairwise com-
parisons was very large (d>0.8) (Table 2).29

DISCUSSION

The results indicated that the repeatability of the VF re-
cord technique was different with different facial scan-
ning methods, with statistical significance; hence, the
null hypothesis was rejected. The results also indicated
that the repeatability of the VF record technique was
statistically significantly greater with the PHS facial
scanning method than with the 3DSC-T and 3DSC-S
facial scanning methods and with the 3DSC-T facial
scanning method than with the 3DSC-S facial scanning
method (Tables 1 and 2).

Previous studies have also analyzed the repeatability
of this type of VF record technique,17,18 but a quantitative
comparison among studies is not possible because of
methodological heterogeneity. Nevertheless, the results
obtained in the present study were consistent with those
of a previous study18 because they revealed that the
facial scanning method had a great impact on the
THE JOURNAL OF PROSTHETIC DENTISTRY Amezua et al
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Figure 8. Box plots of vertex-to-vertex distances obtained in each distance map within each group. A, PHS group. B, 3DSC-T group. C, 3DSC-S group.
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repeatability of the VF record technique and that its
repeatability was greater with more accurate facial
scanning methods. This is because, according to previous
studies regarding the accuracy of facial scanning
methods, PHS-type facial scanning methods are more
accurate than 3DSC-T- and 3DSC-S-type methods.21

The authors are unaware of a previous study comparing
the accuracy of 3DSC-T- and 3DSC-S-type facial scan-
ning methods, but the results of the present study sug-
gest that 3DSC-T-type methods are more accurate than
Amezua et al
3DSC-S-type methods. However, further studies are
needed to verify this.

According to ISO standard 5725-1, the repeatability of
a VF record technique can be defined as the extreme of its
precision describing the minimum variability of the lo-
cations of maxillary digital scans with respect to the 3D
face scans it provides.19 Therefore, and considering that
for this study VF records of a completely dentate adult
with class I occlusion and mesoprosopic facial form were
made by an experienced operator in a research
THE JOURNAL OF PROSTHETIC DENTISTRY
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Table 1.Descriptive statistics of mean vertex-to-vertex distances of
distance maps obtained in each group

Group Mean ±SD (Repeatability)

95% CI

Lower Bound Upper Bound

PHS 0.243 ±0.094 0.206 0.279

3DSC-T 0.437 ±0.171 0.371 0.504

3DSC-S 1.023 ±0.399 0.868 1.178

CI, confidence interval; SD, standard deviation.

Table 2. Results of between-group comparisons of mean vertex-to-
vertex distances with Games-Howell post hoc test

Groups P Cohen d

PHS - 3DSC-T <.001 1.413

3DSC-T - 3DSC-S <.001 1.908

PHS - 3DSC-S <.001 2.692
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laboratory, it is to be expected that the ability of the VF
record technique with PHS, 3DSC-T, and 3DSC-S facial
scanning methods to provide repeatable locations of a
maxillary digital scan with respect to a 3D face scan
would be worse in clinical practice.

Although the repeatability of the VF record technique
was found to be greater with the PHS facial scanning
method than with the 3DSC-T and 3DSC-S facial scan-
ning methods, the 3DSC-T and 3DSC-S methods pre-
sent several advantages over the PHS method. These
advantages include being less expensive and easier to
use, thus lowering the barrier of entry for dental clinics to
obtain 3D face scans, not requiring the projection of a
visible light pattern on the patient’s face and therefore
not disturbing the patient, and requiring half the scan-
ning time, thereby reducing the need for patient
compliance.26-28 Therefore, further studies are needed to
improve the repeatability of the VF record technique with
3DSC-T and 3DSC-S facial scanning methods.

Limitations of this study included not being able to
assess the trueness of the VF record technique. This was
because the real location of a maxillary digital scan with
respect to a 3D face scan is unknown in an in vivo study.
In a previous study,17 this location was estimated by
aligning the maxillary digital scan first to a 3D digital
replica of the craniofacial hard tissues and then to a 3D
THE JOURNAL OF PROSTHETIC DENTISTRY
face scan, but this location can be affected by various
errors. Further studies are needed to determine a meth-
odology to assess the trueness of a VF record technique
in an in vivo study.

CONCLUSIONS

Based on the findings of this in vivo study, the following
conclusions were drawn:

1. The facial scanning method had a great impact on
the repeatability of the VF record technique.

2. The repeatability of the VF record technique was
statistically significantly greater with the PHS facial
scanning method than with the 3DSC-T and 3DSC-
S facial scanning methods and with the 3DSC-T
facial scanning method than with the 3DSC-S facial
scanning method, indicating that the VF record
technique was more repeatable with more accurate
facial scanning methods.

REFERENCES

1. Alghazzawi TF. Advancements in CAD/CAM technology: options for prac-
tical implementation. J Prosthodont Res 2016;60:72-84.

2. Lepidi L, Galli M, Mastrangelo F, Venezia P, Joda T, Wang HL, et al. Virtual
articulators and virtual mounting procedures: where do we stand?
J Prosthodont 2021;30:24-35.

3. Solaberrieta E, Mínguez R, Barrenetxea L, Etxaniz O. Direct transfer of the
position of digitized casts to a virtual articulator. J Prosthet Dent 2013;109:
411-4.

4. Solaberrieta E, Otegi JR, Mínguez R, Etxaniz O. Improved digital transfer of
the maxillary cast to a virtual articulator. J Prosthet Dent 2014;112:921-4.
Amezua et al

http://refhub.elsevier.com/S0022-3913(21)00624-7/sref1
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref1
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref2
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref2
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref2
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref3
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref3
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref3
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref4
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref4


September 2023 391
5. Petre A, Drafta S, Stefanescu C, Oancea L. Virtual facebow technique using
standardized background images. J Prosthet Dent 2019;121:724-8.

6. Lepidi L, Chen Z, Ravida A, Lan T, Wang HL, Li J. A full-digital technique to
mount a maxillary arch scan on a virtual articulator. J Prosthodont 2019;28:
335-8.

7. Solaberrieta E, Garmendia A, Minguez R, Brizuela A, Pradies G. Virtual
facebow technique. J Prosthet Dent 2015;114:751-5.

8. Lam WYH, Hsung RTC, Choi WWS, Luk HWK, Pow EHN. A 2-part facebow
for CAD-CAM dentistry. J Prosthet Dent 2016;116:843-7.

9. Lam WYH, Hsung RTC, Choi WWS, Luk HWK, Cheng LYY, Pow EHN.
A clinical technique for virtual articulator mounting with natural head posi-
tion by using calibrated stereophotogrammetry. J Prosthet Dent 2018;119:
902-8.

10. Pérez-Giugovaz MG, Park SH, Revilla-León M. Three-dimensional virtual
representation by superimposing facial and intraoral digital scans with an
additively manufactured intraoral scan body. J Prosthet Dent 2021;126:
459-63.

11. Granata S, Giberti L, Vigolo P, Stellini E, Di Fiore A. Incorporating a facial
scanner into the digital workflow: a dental technique. J Prosthet Dent
2020;123:781-5.

12. Revilla-León M, Raney L, Piedra-Cascón W, Barrington J, Zandinejad A,
Özcan M. Digital workflow for an esthetic rehabilitation using a facial and
intraoral scanner and an additive manufactured silicone index: a dental
technique. J Prosthet Dent 2020;123:564-70.

13. Revilla-León M, Fountain J, Piedra-Cascón W, Özcan M, Zandinejad A.
Workflow of a fiber-reinforced composite fixed dental prosthesis by using a
4-piece additive manufactured silicone index: a dental technique. J Prosthet
Dent 2021;125:569-75.

14. Park SH, Piedra-Cascón W, Zandinejad A, Revilla-León M. Digitally created
3-piece additive manufactured index for direct esthetic treatment.
J Prosthodont 2020;29:436-42.

15. Ferrando-Cascales Á, Astudillo-Rubio D, Pascual-Moscardó A,
Delgado-Gaete A. A facially driven complete-mouth rehabilitation with
ultrathin CAD-CAM composite resin veneers for a patient with severe
tooth wear: a minimally invasive approach. J Prosthet Dent 2020;123:
537-47.

16. Revilla-León M, Zandinejad A, Nair MK, Barmak BA, Feilzer AJ, Özcan M.
Accuracy of a patient 3-dimensional virtual representation obtained from the
superimposition of facial and intraoral scans guided by extraoral and intraoral
scan body systems. J Prosthet Dent 2022;128:984-93.

17. Li J, Chen Z, Decker AM, Wang HL, Joda T, Mendonca G, et al. Trueness
and precision of economical smartphone-based virtual facebow records.
J Prosthodont 2022;31:22-9.

18. Amezua X, Iturrate M, Garikano X, Solaberrieta E. Analysis of the influence
of the facial scanning method on the transfer accuracy of a maxillary digital
scan to a 3D face scan for a virtual facebow technique: an in vitro study.
J Prosthet Dent 2022;128:1024-31.

19. International Organization for Standardization. ISO-5725-1. Accuracy
(trueness and precision) of measurement methods and results - Part 1:
General principles and definitions. Geneva: ISO; 1994.

20. Petrides G, Clark JR, Low H, Lovell N, Eviston TJ. Three-dimensional
scanners for soft-tissue facial assessment in clinical practice. J Plast Reconstr
Aesthet Surg 2021;74:605-14.

21. Mai HN, Lee DH. Accuracy of mobile deviceecompatible 3D scanners for
facial digitization: systematic review and meta-analysis. J Med Internet Res
2020;22:e22228.
Amezua et al
22. Verhulst A, Hol M, Vreeken R, Becking A, Ulrich D, Maal T. Three-dimen-
sional imaging of the face: a comparison between three different imaging
modalities. Aesthet Surg J 2018;38:579-85.

23. Modabber A, Peters F, Kniha K, Goloborodko E, Ghassemi A, Lethaus B,
et al. Evaluation of the accuracy of a mobile and a stationary system for three-
dimensional facial scanning. J Craniomaxillofac Surg 2016;44:1719-24.

24. Gibelli D, Pucciarelli V, Cappella A, Dolci C, Sforza C. Are portable stereo-
photogrammetric devices reliable in facial imaging? A validation study of
VECTRA H1 device. J Oral Maxillofac Surg 2018;76:1772-84.

25. Gibelli D, Pucciarelli V, Caplova Z, Cappella A, Dolci C, Cattaneo C, et al.
Validation of a low-cost laser scanner device for the assessment of three-
dimensional facial anatomy in living subjects. J Craniomaxillofac Surg
2018;46:1493-9.

26. Knoops PGM, Beaumont CAA, Borghi A, Rodriguez-Florez N,
Breakey RWF, Rodgers W. Comparison of three-dimensional scanner
systems for craniomaxillofacial imaging. J Plast Reconstr Aesthet Surg
2017;70:441-9.

27. Piedra-Cascón W, Meyer MJ, Methani MM, Revilla-León M. Accuracy
(trueness and precision) of a dual-structured light facial scanner and inter-
examiner reliability. J Prosthet Dent 2020;124:567-74.

28. Rudy HL, Wake N, Yee J, Garfein ES, Tepper OM. Three-dimensional facial
scanningat thefingertipsofpatients and surgeons: accuracy andprecision testing
of iPhone X three-dimensional scanner. Plast Reconstr Surg 2020;146:1407-17.

29. Cohen J. Statistical power analysis for the behavioral sciences. 2nd ed.
Hillsdale, NJ: Lawrence Erlbaum Associates; 1988.

30. Jan SL, Shieh G. Sample size determinations for Welch’s test in one-way
heteroscedastic ANOVA. Br J Math Stat Psychol 2014;67:72-93.

Corresponding author:
Dr Eneko Solaberrieta
Department of Graphic Design and Engineering Projects
Faculty of Engineering Gipuzkoa
University of the Basque Country UPV/EHU
Plaza Europa 1
20018, San Sebastian
SPAIN
Email: eneko.solaberrieta@ehu.eus

Acknowledgments
The authors thank the University of the Basque Country UPV/EHU for providing
the DEHI (www.ehu.eus/dehi) research laboratory and exocad GmbH for
providing their software program.

CRediT authorship contribution statement
Xabier Amezua: Conceptualization, Methodology, Software, Investigation,
Writing e original draft. Mikel Iturrate: Investigation, Writing e original draft,
Visualization. Xabier Garikano: Formal analysis, Data curation, Visualization.
Eneko Solaberrieta: Validation, Writing e review & editing, Supervision, Project
administration, Funding acquisition.

Copyright © 2021 The Authors. Published by Elsevier Inc. on behalf of the
Editorial Council for The Journal of Prosthetic Dentistry. This is an open access
article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-
nc-nd/4.0/).
https://doi.org/10.1016/j.prosdent.2021.10.025
THE JOURNAL OF PROSTHETIC DENTISTRY

http://refhub.elsevier.com/S0022-3913(21)00624-7/sref5
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref5
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref6
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref6
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref6
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref7
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref7
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref8
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref8
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref9
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref9
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref9
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref9
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref10
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref10
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref10
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref10
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref11
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref11
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref11
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref12
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref12
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref12
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref12
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref13
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref13
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref13
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref13
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref14
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref14
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref14
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref15
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref15
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref15
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref15
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref15
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref16
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref16
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref16
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref16
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref17
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref17
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref17
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref18
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref18
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref18
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref18
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref19
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref19
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref19
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref20
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref20
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref20
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref21
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref21
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref21
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref22
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref22
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref22
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref23
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref23
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref23
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref24
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref24
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref24
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref25
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref25
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref25
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref25
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref26
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref26
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref26
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref26
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref27
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref27
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref27
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref28
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref28
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref28
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref29
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref29
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref30
http://refhub.elsevier.com/S0022-3913(21)00624-7/sref30
mailto:eneko.solaberrieta@ehu.eus
http://www.ehu.eus/dehi
http://creativecommons.org/licenses/by-nc-nd/4.0/
http://creativecommons.org/licenses/by-nc-nd/4.0/
https://doi.org/10.1016/j.prosdent.2021.10.025

	Analysis of the impact of the facial scanning method on the precision of a virtual facebow record technique: An in vivo study
	Material and methods
	Results
	Discussion
	Conclusions
	References


